Calibration Certificate

X-MET7500 Alloy LE Package

This is to certify that the X-ray fluorescence analyzer identified
with

Serial number: 751476
Date: 10 Feb 2015

has been calibrated to analyze metals using
Certified Reference Materials and

Reference Materials supplied by:

Brammer Standard Company Inc., USA

and
Analytical Reference Materials International Inc., USA

Concerning radiation safety this analyser is in conformity with
regulatory approval type number XMDS 2726
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Christelle Petiot
Product Manager, X-MET

Oxford Instruments Analytical Oy
P.0O. Box 85 (Nihtisillankuja 5)
FI-02631Espeo, Finland
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